The Extreme Ultraviolet Imager (EUI) instrument for the Solar Orbiter mission will image the solar corona in the extreme ultraviolet (17.1 nm and 30.4 nm) and in the vacuum ultraviolet (121.6 nm). It is composed of three channels, each one containing a telescope.
Optical alignment of the Solar Orbiter EUI flight instrument

INTRODUCTION
On-board the Solar Orbiter mission, the Extreme Ultraviolet Imager (EUI) 1, 2, 3, 4 is one of the six remote-sensing instruments. The EUI instrument is dedicated to observations of the solar corona at the extreme ultraviolet (EUV) wavelengths of 17.4 and 30.4 nm and the vacuum ultraviolet (VUV) wavelength of 121.6 nm. The development of the EUI instrument has been successfully completed, among other tasks, with the optical alignment of its three channels. The present paper describes the processes involved in this alignment. *amazzoli@uliege.be
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OPTICAL ALIGNMENT
The EUI instrument is composed of three channels, each one containing a telescope. Two of these channels are high resolution imagers (HRI) working at respectively 17.1 nm (HRI-EUV) and 121.6 nm (HRI-Ly), each one composed of two off-axis aspherical mirrors. The third channel is a full sun imager (FSI) composed of one single off-axis aspherical mirror and working at 17.1 nm and 30.4 nm alternatively. The fields of view (FOV) of the three channels are respectively 0.28 arcdeg for the HRI channels and 5.2 arcdeg for the FSI channel. The optical design of these three channels has already been described in previous papers 5, 6, 7 .
The optical alignment of the three telescopes involved a set of Optical Ground Support Equipment (OGSE) such as theodolites, laser tracker, visible-light interferometer and a 3D Coordinates Measuring Machine (CMM). The alignment activities included position and orientation adjustment of the mirrors as well as interferometric measurements of each channel's wavefront error (WFE). An iterative process between these activities was necessary to obtain the expected imaging quality for each telescope.
EUI Optical Bench System
The three channels are mounted on a common Optical Bench System (OBS) unit. The OBS includes a Unit Alignment Reference Frame (UARF) materialized by an alignment cube on the instrument front side and a mechanical Unit Reference Frame (URF) centered on a fixation hole of one OBS structure foot and materialized by two pins located on the main bench of the OBS structure. Figure1 shows the OBS reference frames with the three channels Line of Sight (LoS) and the Instrument Line of Sight (ILS) which is the average of the three channels LoS. An additional alignment cube, co-aligned with the UARF, was attached to the OBS back side in order to have an easier access to the UARF from both front and back sides of the OBS. The horizontal (Hz) and vertical (V) tilts as used for the alignment are also shown on Figure 1 (with yaw/pitch correspondence). The mirrors orientation were measured with respect to the UARF using theodolites, while their position were measured with respect to the URF using the 3D CMM. For both mirrors of the HRI-EUV channel, two uncoated reference surfaces, whose orientation with respect to the mirror optical axis was measured during manufacturing, are available for the mirrors orientation measurements with theodolites.
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One reference surface is on the back of the mirrors (on the opposite side of the coated surface) and is used to align the mirrors optical axis with respect to the UARF. The other reference surface is on the lateral side of the mirrors and is used to measure the roll of the mirrors.
The first mirror (M1) of the channel has been positioned and oriented to align its optical axis with the mechanical axis of the OBS (which corresponds to the X axis of the URF). As there was no access to the URF with theodolites, M1 optical axis was actually aligned on the UARF X axis, the relative orientation of the UARF with respect to the URF being known from OBS manufacturer measurements. The adjustments on M1 orientation were performed with shims of different thicknesses located at the three fixation points to the OBS back panel (Figure 2 ).
Figure 2. HRI-EUV M1 mirror with its mounting interface
The second mirror (M2) of the HRI-EUV channel has been mounted on the bottom panel of the OBS and aligned with respect to the M1 optical axis according to its nominal orientation and position as per design. As for M1, shims have been used inside the mounting to adjust M2 orientation. Figure 3 shows a picture of M2. The final M1 and M2 optical axes orientation and roll errors are presented in the tables below. The side reference surface of M1 has been adjusted to be close to vertical (angle = 0°) and the side reference surface of M2 has been adjusted to compensate the difference between the two mirrors off-axis directions.
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Chania, Greece 9 -12 October 2018 The position of the mirrors front face physical center has been determined from 3D measurements of the reference surfaces of the mirrors (the back and lateral reference surfaces) and the external cylinder. The URF is first measured from the front foot reference hole and the two reference pins of the main bench panel, defining the bench mechanical axis. The horizontal and vertical positions of the mirrors center in the URF and the corresponding deviation with respect to the nominal mirrors distances have then been deduced. The distance measured between the two mirrors centers is 655.881 mm corresponding to a difference of 200 µm with respect to the nominal distance. An accuracy of 10 µm on the distance between the two mirrors is however needed to have an acceptable focus term on the telescope WFE. Such accuracy is not achievable only by 3D measurements. To cope with this an interferometric measurement has been used to finalize the alignment with iterations on mirrors position shimming.
Interferometric measurements
The first foreseen interferometric alignment method (so-called "front-side method") used a transmission flat as reference wavefront on the interferometer to illuminate the instrument through its entrance aperture with a collimated beam and a small aluminum ball at the focal plane position. The obtained interferograms showed unexpected parasitic patterns and aberrations which made these measurements not usable. It was thus decided to reverse the setup (so-called "back-side method") and illuminate the instrument with a spherical beam through its focal plane (Figure 4 left) . A /20 flat mirror was then used at the instrument entrance to close the interferometric cavity. A small fold was placed after the channel focal plane to bend the beam and to give room for the interferometer installation.
The impossibility to obtain measurable interferograms with the front-side method is due to the large F-number of the telescope equal to almost 90. The beam divergence  after reflection on the two mirrors is thus equal to 5.5 mrad. As the interferometer laser beam can be considered as gaussian, the associated beam waist w0 can be calculated from the and is equal to 6.5 mm which is of the order of magnitude of the aluminum ball radius of curvature (6.35 mm for a 0.5" diameter ball). The radius of curvature of the wavefront at the surface of the ball (i.e. for z = 6.35 mm) is calculated with formula (1) which applies to Hermite-Gaussian modes. The obtained radius is equal to 13 mm which is larger than the ball radius of curvature giving errors on the phase of the reflected wavefront.
With the reversed setup, a first WFE has been measured to determine the wavefront residual focus term, allowing to calculate the needed compensating movement on M2 focus. The corresponding shims were implemented without
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Chania, Greece 9 -12 October 2018 changing M2 orientation and the final WFE of the telescope was then measured (see Figure 4 right, the average result of 10 WFE). The Zernike coefficients of this averaged WFE are all below 0.01 waves, the Peak-Valley (PV) and Root Mean Square (RMS) amplitudes being within specifications with 0.057 waves ( 36 nm) and 0.009 waves ( 5.7 nm) respectively. For the final measurement, the flat orientation has been corrected by 16 arcsec in horizontal and 11 arcsec in vertical to cancel the tilt in the WFE. As a result, the measured WFE does not exactly correspond to the central part of the Field of View (FOV) of the instrument but it is very close to it (16 arcsec and 11 arcsec, i.e. less than 1% from the FOV center). The residual focus error of 0.009 waves measured with the interferometer corresponds to a defocus of 0.7 mm in the focal plane. The detector should have been moved towards M2 for compensation of this defocus and an additional 0.12 mm should also have been added to be at the best focus for the entire FOV and not only the central part of it. A maximum correction of 0.5 mm was however possible to implement on the detector support structure, leaving 0.32 mm between the detector real position and the best focus position. From ray tracing simulations, the corresponding residual focus error due to this 0.32 mm corresponds to an increase of less than 2 µm on the image spot sizes (the RMS diameter being 7 µm without residual focus), which was considered as fully acceptable for the channel performance. 
HRI-Ly channel
The HRI-Ly channel is a Gregory design with an effective focal length of 5804 mm. Prior to the mirrors final installation on the flight optical bench, the interferometric alignment of the two mirrors has been performed on a dummy optical bench simulating the OBS. The mirrors have then been transferred to the flight bench by geometrical verification of the alignment. As for the HRI-EUV channel, the mirrors orientation with respect to the reference cube (UARF) have been measured with theodolites and their position with respect to theoretical positions from the optical model have been checked with the CMM. Figure 2 shows the mirrors mounted to the OBS back side (M1) and bottom panel (M2) including the camera with a high voltage unit.
Interferometric verification on the flight bench proved unfeasible due to lack of room and accessibility inside the central part of the OBS housing. The verification of focus position was deemed unnecessary due to the large tolerance of this channel's optical design. 
FSI channel
For the FSI channel, the mirror was aligned with respect to the mechanical axis using the alignment cubes and theodolites. A dummy camera composed of an array of micro lenses was used for the interferometric measurements on axis and for different positions in the FOV. The alignment has been performed using the central FOV and verified for three other FOVs. At the end of the process, the measured distance between the focal plane and the mirror was only 20 µm from the theoretical value, the FSI channel being so aligned within specified tolerances. 3D measurements of the channel were furthermore performed to assess the correct positioning of the mirror and the camera. The FSI channel filter wheel was also aligned within the tolerance budget of ± 0.2° with respect to the optical axis. The obtained residual misalignments between the optical axis and the mechanical axis are given in the Table 3 below. 
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Channels co-alignment
In addition to their respective optical alignment the three EUI channels have also to be co-aligned as much as possible with respect to the UARF. The Instrument Line of Sight (ILS) was then considered as the average of the two HRI channels LoS (the channels with smaller FOV). The ILS offset vs. UARF and vs. URF are summarised in Table 4 , where the offset accuracy is < 20 arcsec. 
CONCLUSIONS
The alignment of the EUI instrument three channels has been presented. An iterative mechanical alignment of the mirrors with the help of theodolites and a 3D CMM combined with interferometric verifications permitted to achieve the expected performances for each channel as well as an acceptable co-alignment of the 3 channels.
